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Background and objective: This study was performed to assess the accuracy of respiratory
inductive plethysmographic (RIP) estimated lung volume changes at varying positive
end-expiratory pressures (PEEP) during different degrees of acute respiratory failure.
Methods: Measurements of inspiratory tidal volume were validated in eight piglets during
constant volume ventilation at incremental and decremental PEEP levels and with
increasing severity of pulmonary injury. RIP accuracy was assessed with calibration from
the healthy state, from the disease state as the measurement error was assessed, and at
various PEEP levels.
Results: Best results (bias 3%, precision 7%) were obtained in healthy animals. RIP
accuracy decreased with progressing degrees of acute respiratory failure and was PEEP
dependent, unless RIP was calibrated again. When calibration was performed in the
disease state as the measurement error was assessed, bias was reduced but precision did
not improve (bias – 2%, precision 9%).
Conclusions: RIP accuracy is within the accuracy range found in monitoring devices
currently in clinical use. Most reliable results with RIP are obtained when measurements
are preceded by calibration in pulmonary conditions that are comparable to the
measurement period. When RIP calibration is not possible, fixed weighting of the RIP
signals with species and subject size adequate factors is an alternative. Measurement
errors should be taken into account with interpretation of small volume changes.
Keywords: Diagnostic techniques, Respiratory system; Lung volume measurements;
Respiratory distress syndrome, adult; Respiratory function tests
1. Introduction
Mechanical ventilation may lead to ventilator-associated
lung injury as a result of alveolar over-distension as well as
cyclic re-expansion of alveoli collapsed during expiration
[1 – 4]. Both experimental and clinical data suggest that
mechanical ventilation that optimizes lung volume can
diminish the deleterious effects of mechanical ventilation
[5,6].
A serious deficiency in current routine monitoring of
patients receiving mechanical ventilation is the lack of
simple, reliable and practical methods that can be used
to measure mean lung volume (changes) during
ventilation. Respiratory inductive plethysmography (RIP)
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is a non-invasive monitoring technique, which is able to
monitor and measure lung volume changes.
RIP is based on the principle that the chest wall has two
compartments, the rib cage and abdomen. Each compart-
ment is associated with a single motion variable that can be
measured with external sensors, and the sum of both
variables can be calibrated against a known volume change
to provide volumetric measurements. RIP generates di-
mensionless counts that can be calibrated to volume using
the qualitative diagnostic calibration (QDC) algorithm [7]
or the least mean squares technique [8]. RIP can be used to
monitor tidal volume (VT) [9] and changes in end-
expiratory lung volume (DEELV) [10]. RIP has also been
used to assess mean lung volume induced by the mean
airway pressure during high-frequency oscillatory ventila-
tion (HFOV) and may provide a clinical useful tool,
provided its accuracy with changing airway can be
established [11].
Linearity of RIP with insufflated volume has been
validated [10,12 – 14], although some have reported a
limited precision of the method [15]. We studied the
accuracy of RIP during conventional mechanical ventila-
tion (CMV) to assess whether this accuracy depended on
PEEP level or disease.
2. Materials and methods
2.1. Animal preparation
The experiments were performed at the anaesthesiology
department, Erasmus MC-Faculty Rotterdam; the study
was approved by the local Animal Committee of the
Erasmus University Rotterdam. Anaesthesia was induced
in eight female Yorkshire pigs (weight 20+ 1 kg) with
10 mg kg71 ketamine (Ketalin 100 mg ml71, Apharmo,
Arnhem, the Netherlands) and 0.5 mg kg71 midazolam
(Dormicum 5.0 mg ml71, Roche Ned., Mijdrecht, the
Netherlands) intramuscularly. After obtaining intravenous
access a loading dose of 35 mg kg71 fentanyl (0.05 mg
ml71, B. Braun Melsungen AG, Melsungen, Germany) was
given and continuous infusion of fentanyl (35 mg kg71 h71)
and midazolam (9 mg kg71 min71) was started. After
placing an 8-mm endotracheal tube via a tracheotomy,
the animals were ventilated (AVEA, Viasys Healthcare,
Palm Springs, CA) in volume controlled mode (VC) with
the following settings: frequency 20/min, positive end-
expiratory pressure (PEEP) 5 cm H2O, inpiratory time 0.8 s
(25%), inspiratory pause time 0.3 s (10%) and 100%
oxygen. Minute ventilation was set to deliver an inspiratory
tidal volume (VTi) of 10 ml kg
71. Inspiratory gas was
humidified with a hygrophobe heat and moisture exchanger
(‘Sterivent S’ Mallinckrodt, Mirandola, Italy). Muscle
relaxation was achieved by continuous infusion of 2.5 mg
kg71 min71 pancuronium bromide (Pavulon; Organon
Technika, Boxtel, The Netherlands).
Subsequently, the carotid artery was cannulated to
obtain arterial blood pressures. A blood gas-monitoring
sensor (Paratrend 7þ /Trendcare, Diametrics Medical
Ltd, High Wycombe, UK) was inserted into the right
femoral artery to continuously analyse blood gases and
pH. The right internal jugular vein was cannulated and a
5 Fr pulmonary artery catheter was introduced (TD
catheter 4 lumen; Arrow Holland medical products,
Houten, The Netherlands). The bladder was catheterized
through the abdominal wall. Temperature was kept in
the normal range by a heating pad. On completion of the
experiments, the animals were killed with an overdose of
pentobarbital.
2.2. Measurements
Haemodynamic and respiratory baseline measurements
were performed prior to lung lavage and following
stabilization after surgery (prelavage measurements). Re-
spiratory system compliance was derived according to
Crs¼VTi/(Pplat – PEEP), with VTi being inspiratory tidal
volume and Pplat the plateau pressure.
A system for integrated measurement of ventilator
settings and dependent physiological variables as described
in detail previously was used [16]. In short, pressure at the
airway opening was measured at the Y-piece of the
ventilator (143PC05D differential pressure transducer,
Honeywell, Freeport, IL). Inspiratory and expiratory flow
were measured continuously at the airway opening using a
flow probe (AVEA, Viasys Healthcare, Palm Springs, CA)
and integrated to a volume signal (Vvent) [17]. Lung volume
changes were derived from RIP. The thoracic belt was
placed 4 cm above the xiphoid processus, the abdominal
belt 4 cm above the umbilicus. Both belts (characterized by
minimal mechanical impedance) were then secured by
stitches and the position of the belts was checked at the end
of experiments. The dimensionless counts of the abdominal
(RIPabd) and ribcage (RIPrc) belts, airway pressure
and Vvent were sampled at 140 Hz and stored for offline
analysis [16].
2.3. Experimental procedure
2.3.1. Reference measurements. Following stabilization
after instrumentation, respiratory variables (Paw, Vvent,
RIPabd and RIPrc) were recorded during a 5-minute
period of uninterrupted mechanical ventilation
(HEALTHYQDC). These signals were used for calibration
of the RIP, using the QDC algorithm.
Then, the animals were ventilated with constant VTi and
PEEP increasing from 5 to 20 cm H2O, with 5 cm H2O
increments. This was followed by PEEP decrements of 5 cm
H2O down to 5 cm H2O (HEALTHY) (figure 1). Time
between PEEP changes was 5 minutes. Prior to PEEP
change, physiologic variables were noted.
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Subsequently, moderate lung injury was induced with a
single lung lavage with 50 ml kg71 warmed saline [18]. To
avoid development of respiratory acidosis, VTi was
temporarily increased to maintain PaCO2 below 65 mmHg.
Following a 30-minute stabilization period, physiologic
variables were noted (LAV1), and incremental and decre-
mental PEEP steps were applied again at the initial VTi
setting.
Acute lung injury (ALI) was induced by repeated lung
lavages with 50 ml kg71 warmed saline until PaO2 was
persistently below 80 mmHg at 5 cm H2O PEEP, FiO2 of
1.0 and a tidal volume of 10 ml kg71 [18]. After the last
lavage, the ventilator settings remained unchanged for one
hour. If PaO2 increased to values above 100 mmHg,
lavages were repeated and stabilization time reset. There-
after, the lungs are assumed to be injured and atelectatic
[18]. Following stabilization at lavage target, measurements
were repeated (lavage target measurements). Subsequently,
PEEP was increased stepwise until Pplat reached 50 cm H2O
and stepwise decreased to baseline.
Ventilator-induced lung injury (VILI) was induced by
ventilation with zero PEEP and VTi set to obtain Pplat of
50 cm H2O [19]. These settings were maintained for 60
minutes. Physiologic measurements and incremental and
decremental PEEP steps were repeated (VILI). At the end
of the experiment, PEEP was reduced to 5 cm H2O and
physiologic variables were recorded after a stabilisation
period (end experiment).
2.4. Data processing
2.4.1. Determination of VTi. VTi delivered by the ventilator
(VTi,VENT) was determined from the Vvent signal as the
difference between end-inspiratory and the preceding end-
expiratory value. The same algorithm was used to
determine inspiratory amplitudes of RIPabd, RIPrc and
the summed RIP signals.
2.4.2. Calibration of RIP signals. To calibrate RIP to
volume (DV) above functional residual capacity (FRC), the
QDC procedure was performed as described by Sackner
et al. [7]. The method uses the equation DV¼M(K6
DRIPrc þ DRIPab), in which DRIPrc and DRIPab are the rib
cage and abdominal RIP changes relative to the values at
end-expiratory lung volume, respectively. K is a calibration
factor, indicating the relative contribution of both com-
partments to volume, and M scales the sum to volume and
is expressed in ml. To perform the QDC, a number of
undisturbed breaths were collected during 5 minutes of
ventilation. Breaths with similar tidal volume were selected,
based on the uncalibrated sum signal (RIPrcþRIPab),
including only breaths within one standard deviation (SD)
of the mean. Then, the SDs of RIPrc and RIPab were
determined over the selected breaths. Calibration factor K
was estimated by SD(RIPab)/SD(RIPrc). M was calculated
by using mean VTi,VENT. WithM and K known, every pair of
RIPab and RIPrc was converted to a calibrated volume.
To assess the validity of RIP at various end-expiratory
lung volumes and in various disease states, RIP was
calibrated using QDC on the HEALTHYQDC signals.
Inspiratory tidal volume measured with RIP (VTi,RIP) per
PEEP step was calculated, using the obtained QDC
calibration factor. To assess the influence of factor K, we
also used K¼ 0 (abdominal band only), K¼ 1 (weighing
ribcage and abdominal band equally) and K¼? (ribcage
band only), as well as values that have been used in other
studies of 0.5 [20] and 2.0 [21]. These values were compared
with concomitant VTi,VENT. This procedure was performed
for each disease state (HEALTHY, LAV1, ALI, VILI) and
for each PEEP step.
Next, to investigate the influence of end-expiratory lung
volume on the validity of QDC, RIP was calibrated at each
PEEP step in HEALTHY. VTi,RIP was compared with
concomitant VTi,VENT for each PEEP step (excluding values
used for calibration). To investigate QDC validity in
different disease states, VTi,RIP was calculated for each
PEEP step, with QDC calibration factors M and K
obtained at PEEP of 10 (incremental PEEP), 20 and 10
(decremental PEEP) cm H2O. This procedure was per-
formed for each disease state (HEALTHY, LAV1, ALI,
VILI).
Figure 1. Representative data record showing physiologic
data (Airway pressure (Paw) and calibrated RIP volume
signal) during a PEEP sequence in a healthy piglet. Signals
are presented as 7-s snapshots per step and plotted as a
function of time, with each PEEP step labelled on the
horizontal axis.
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2.4.3. Statistical analysis. Data are represented as
mean+SD. Intragroup comparisons were evaluated using
a two-way analysis of variance for repeated measurements
(ANOVA). VTi,RIP was compared with VTi,VENT by means of
Bland –Altman analysis [22]. Bias is expressed as the per
cent error between both measurements (VTi,VENT – VTi,RIP/
VTi,VENT), and precision is expressed as two standard
deviations (2SD) of the relative differences. Root mean
square error (RMSE) was used as a measure of accuracy.
Differences in precision between measurements were
assessed with Friedman’s nonparametric two-way analysis
of variance. A p value less than 0.05 was considered
significant.
3. Results
Data could be obtained in eight piglets in disease states
state HEALTHY, LAV1 and ALI. During infliction of
VILI one animal died and two developed a pneumothorax.
In one animal oxygenation did not significantly decrease
during the induction of VILI (PaO2 286 mmHg after 60
minutes). The results of these four animals were excluded
from analysis of VILI and end experiment data. Induction
of VILI had to be terminated in the four remaining animals
before 60 minutes as a result of decreasing PaO2 of
39+ 15 mmHg at zero PEEP. Analysis of VILI measure-
ments is based on measurements in these four animals.
Physiologic variables describing each disease state at
baseline measurements are given in table 1. Crs decreased
significantly as a result of lavages. Following the first
lavage, PaO2/FiO2 was below 400 mmHg and significantly
decreased with further lavages. At VILI, PaO2/FiO2 was
lower than the values at ALI.
Figure 1 shows representative example of the PEEP
sequence. With subsequent PEEP steps, VTi,VENT remained
constant. At high PEEP levels in the healthy animal,
pressure amplitude (Pplat – PEEP) increased. Grouped
data from a PEEP sequence in healthy animals are
shown in figure 2; incremental PEEP steps are shown in
the left panels, and decremental PEEP steps in the
right panels. Hysteresis of end-expiratory lung volume is
shown in figure 2; at identical PEEP levels, RIP estimated
end-expiratory volume is lower during incremental PEEP
steps (figure 2 (a)) compared to decremental PEEP (figure 2
(b)). Amplitudes of uncalibrated RIPrc (figures 2 (c) and
(d)) and RIPabd signals (figures 2 (e) and (f)) and tidal
volumes (figures 2 (i) and (j)) measured from the calibrated
RIP signals changed with changing PEEP. RIPrc ampli-
tudes were lower during decremental PEEP than during
incremental PEEP (p5 0.05), RIPabd amplitudes at 10 and
15 cm H2O decremental PEEP were higher than they were
at equivalent values incremental (p5 0.05). RIP amplitude
change also displayed hysteresis. There was no relation
between RIP amplitude change of either band and summed
end-expiratory uncalibrated RIP counts or respiratory
system compliance (Crs) (figures 2 (g) and (h)). The relative
RIP measurement error, expressed as (VTi,vent – VTi,RIP)/
VTi,vent was not related to PEEP, but measurement
standard deviation increased with increasing PEEP.
Both changes in PEEP and health state independently
and significantly influenced measurement accuracy.
Table 2 lists the RIP measurement errors after QDC
calibration in the healthy animal. The influence of
increasing lung injury and influence of fixed weight factor
K on bias and precision was evaluated. Best results, bias
and precision (defined as 2SD interval) 5 10%, were
obtained in the healthy animal, whereas the error increased
with progressing disease severity (p5 0.05).
The use of K¼ 1 did not influence the measurement error
compared to the use of calibration factors obtained with
QDC in the healthy state. With K¼ 0 bias was reduced
(p5 0.05) but precision was poorer (p5 0.05) whereas
K¼? resulted in both increased bias and poorer precision
(p5 0.05, changes in bias in healthy animals however did
not reach statistical significance) (table 2). In all diseased
animals, precision with fixed K¼ 0 or infinite was poorer
than with either QDC derived calibration or fixed K¼ 1
(p5 0.05).
When QDC was performed in the same disease state as
the measurement error was assessed (table 3), we found a
reduction in bias (p5 0.05) but not in precision at PEEP 20
and 10 cm H2O decremental. There was no significant
improvement of either bias or precision with calibration at
PEEP 10 cm H2O incremental in the diseased states when
Table 1. Ventilatory and blood gas values at baseline (PEEP¼ 5 cm H2O), except at VILI where measurements were obtained at the
lowest PEEP with target PaO2 of 50 mmHg.
Prelavage
(healthy)
(n¼ 8)
Following
one lavage
(n¼ 8)
At lavage
target
(n¼ 8)
At VILI
target
(n¼ 4)
End
experiment
(n¼ 4)
VTi (ml kg71) 10 (1) 12 (1){ 12 (1){ 12 (1) 13 (1)
Crs (ml cm H2O
71 kg71) 0.75 (0.14) 0.58 (0.13){ 0.4 (0.08){{ 0.35 (0.07){{ 0.39 (0.06){{
PaO2 (mmHg) 532 (51) 321 (101)
{ 61 (12){{ 40 (9){{x 43 (5){{x
PaCO2 (mmHg) 52 (6) 61 (3)
{ 61 (5){ 47 (7)x 64 (6){
{p5 0.05 compared with healthy, {p5 0.05 compared with one lavage, xp5 0.05 compared with lavage target.
Accuracy of respiratory inductive plethysmography 169
J M
ed
 E
ng
 T
ec
hn
ol
 D
ow
nl
oa
de
d 
fro
m
 in
fo
rm
ah
ea
lth
ca
re
.c
om
 b
y 
Er
as
m
us
 M
C 
on
 0
8/
13
/1
5
Fo
r p
er
so
na
l u
se
 o
nl
y.
compared to results with calibration obtained in the
HEALTHY state. Figure 3 illustrates the dependence of
accuracy on K. In the HEALTHY animals (figure 3 (A))
maximal accuracy with fixed K was found with K¼ 1.
Accuracy was slightly higher when individual QDC
calibration was performed in the healthy state. Accuracy
remained within 10% of maximal accuracy with fixed K
between 0.5 and 1.8. In the ALI animals RIP accuracy with
fixed K was significantly reduced (figure 3 (B)). Here,
accuracy remained within 10% of maximal accuracy with
Figure 2. Grouped data from a PEEP sequence in healthy animals. Values are normalized to the initial value at PEEP¼ 5 cm
H2O (incremental). Decremental PEEP steps are plotted in reverse order. *: Significant difference from value obtained at
5 cm H2O incremental PEEP, p5 0.05; EELV: end expiratory lung volume; RIPrc and RIPab amplitude: chestwall and
abdominal displacement measured with respiratory inductive plethysmography; Crs: respiratory system compliance; VT,rip:
respiratory inductive plethysmography estimated tidal volume.
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fixed K between 0.3 and 0.9. In this range of fixed K,
accuracy was higher than with K derived from individual
QDC calibration performed in the healthy state. QDC
calibration performed in the same disease state as the
measurement error was assessed, yielded higher accuracy
than could be reached with fixed K. K and M, obtained
during QDC at different levels of PEEP, were not PEEP
dependent (table 4).
4. Discussion
This study assessed the validity of estimation of lung
volume changes by respiratory inductive plethysmography
during conventional mechanical ventilation at changing
PEEP levels and at progressive degrees of acute respiratory
failure in animals. A major finding of the present study was
a decreasing accuracy of RIP-estimated lung volume
changes with progressing degrees of acute respiratory
failure, unless RIP was calibrated again. Best accuracy
was obtained when calibration weight factor K was
determined using QDC. The obtained results were in line
with other studies [12,23], but we obtained better precision
than earlier investigators did using older versions of the
RIP hardware [15,24].
Our study is subject to some limitations. First, the
sample size was small. Since only eight piglets were
included, the study may have been underpowered, especially
with measurements in the VILI state. Second, since a
whole body plethysmograph was not available in our
laboratory, as a gold standard measurement of lung volume
changes we used tidal volumes obtained from integration of
flow probe signals. Third, the study was performed in a
piglet model rather than in human patients. Due to
differences in thoraco-abdominal partitioning with
humans, this probably has implications for our findings
regarding the accuracy use of a fixed K¼ 0 value, this is
discussed in more detail further on.
Optimal results (minimal bias) of RIP-estimated volume
changes were obtained when calibration was performed in a
representative pulmonary condition, e.g. the disease state the
animal was in, and above the minimal end-expiratory lung
volume. As a consequence, RIP accuracy decreases when
pulmonary conditions change significantly, e.g. with dete-
rioration or improvement of the disease. Thus, RIP should
not be used to monitor long-term changes. When these
conditions can be met, measurement error is within a range
of about+ 10%. For purposes of clinical monitoring during
relatively short procedures, such as lung volume recruitment
and subsequent titrating of volume or compliance targeted
ventilation, this may be acceptable (even though the
accuracy is limited) given the ease of use of RIP, the fact
that measurement does not interfere with treatment, and the
ability to measure tidal volumes as well as end-expiratory
lung volume changes. RIP accuracy is within the accuracy
range found in monitoring devices currently in clinical use
(table 5), and its use provides additional information. PEEP-
induced lung volume recruitment and compliance change in
a surfactant-depleted piglet is shown in figure 4 as an
example. This could possibly alleviate the need for
partitioning respiratory mechanics to differentiate between
acute respiratory distress syndrome caused by pulmonary
and extrapulmonary disease [25].
Table 2. Measurement error as quantified by the bias (precision) of respiratory inductive plethysmographic inspiratory tidal volume
measurement, at various PEEP levels and in multiple disease states. Calibration using HEALTHYQDC signals. K¼ 0: chest wall
belt changes ignored, K¼ 1: weighing ribcage and abdominal belt equally, K¼?: abdominal belt changes ignored.
QDC K¼ 0 K¼ 0.5 K¼ 1 K¼ 2 K¼?
Healthy 3 (7) 0 (18)x 2 (11)x 3 (7) 3 (10)x 4 (15)x
Following 1 lavage 5 (10){ 72 (23){x 2 (14){x 5 (10){{x 7 (13){{ 11 (24){x
At lavage target 8 (11) 0 (25){x 4 (14){x 8 (12)x 10 (16){x 13 (30)x
VILI (n¼ 4) 11 (11){ 0 (16){ 9 (10){{ 10 (10){ 14 (13){x 18 (18){x
Overall 6 (12){ 0 (21){x 4 (14){x 6 (11){x 8 (15){{x 11 (25){{x
{Significant difference in bias when compared to values derived during health, using identical calibration (p5 0.05), {Significant difference in bias
when compared to QDC derived values, xSignificant difference in precision compared with QDC derived values in health (p 5 0.05).
Table 3. Measurement error as quantified by the bias
(precision) of respiratory inductive plethysmograpic inspira-
tory tidal volume measurement, at various PEEP levels and in
multiple disease states. QDC calibration at PEEP of 10
(incremental PEEP), 20 and 10 (decremental PEEP) cm H2O,
respectively. Data used for calibration were excluded from
analysis of precision and accuracy.
QDC on
PEEP 10
(incremental)
Bias (2SD) %
QDC on
PEEP 20
(decremental)
Bias (2SD) %
QDC on
PEEP 10
(decremental)
Bias (2SD) %
Healthy 2 (8) 74 (9){ 73 (8){
Following
one lavage
2 (9) 0 (9) 71 (9)
At lavage target 1 (11) 71 (10){ 1 (14){
VILI (n¼ 4) 3 (11) 72 (8){ 73 (13)
Overall 2 (10) 72 (9){ 71 (12){
{Significant difference in bias when compared to HEALTHYQDC
derived QDC values (p5 0.05).
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Omitting QDC and assuming a fixed weight factor K
would facilitate clinical RIP application, especially during
none conventional ventilation modes such as HFOV, where
measurement of lung volume is cumbersome. Weighing
both signals equally did not influence bias or precision
compared with the use of calibration factors obtained in
healthy animals. This suggests that QDC is valid during
mechanical ventilation, but is not mandatory. Calibration
of the dimensionless RIP counts to a known volume is,
however, still needed to obtain a calibrated volume. Equal
weighing of the signals in our piglet model was adequate, as
was found by others using RIP in piglets [11]. In other
species this may not be the case, due to anatomic or
physiologic differences. In spontaneous breathing healthy
infants a K of 0.5 – 1.0 has been found adequate [20,12]
whereas in healthy adults a K of 2.0 was found [21]. If
knowledge of relative rather than absolute changes in lung
volume is of interest, the use of uncalibrated summed RIP
signals may be sufficient [11,26]. However, we have shown
that RIP accuracy is K-dependent and in our experiments
optimalK decreased with increasing lung injury (figure 3). The
calibration factor K can be regarded as an approximation of
Figure 3. Measurement error (dots), expressed as root mean square error, with changing weight factor K in healthy animals
(A) and animals at lavage target (B). Solid squares represent error obtained with calibration factors obtained from individual
calibration in healthy animals (HEALTHYQDC), open diamond represents error obtained with calibration factors from
individual calibration at PEEP¼ 20 cm H2O in lavaged animals. Dotted lines represent boundaries of minimal error+ 10%.
Note logarithmic scale on horizontal axis.
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the absolute slope of the line through the thoracic and
abdominal displacements plotted in a Konno-Mead dia-
gram, and thus represents thoraco-abdominal partitioning.
This relation depends on anatomical relations and may vary
with changes in respiratory mechanics [27].
Underestimation of VTi,VENT by VTi,RIP may in part be
explained by the volume reduction when gas is com-
pressed—the isovolumetric pressure change of the lung,
sometimes referred to as compressible volume of the lung.
When a given volume is inflated in a container with infinite
compliance and zero volume, the volume change of the
container will be the inflated volume. At the other extreme,
when the same volume is injected into a container with
infinite pressure and low compliance, the volume change
will be negligible. We did not measure functional residual
capacity (FRC). Using FRC measured by others in piglets
following pulmonary lavage [28] we calculated a compres-
sible volume of 7% in a lavage target animal at PEEP 5 cm
H2O up to 30% at a PEEP of 25 cm H2O. This would
account for a difference of about 25% of externally
measured volume changes in these animals with RIP
calibrated at PEEP 5 cm H2O (incremental) and comparing
VTi,VENT and VTi,RIP at PEEP 5 and 25 cm H2O.
A further explanation for the varying precision may be
found in interindividual changes in thoracic shape with
changing PEEP. With increasing lung volume, the saggital
shape of the thorax changes; in the upper portion of the
ribcage lateral displacement is minimal with inspiration
(‘pump handle’ motion) whereas ventral displacement is
minimal in the lower portion of the rib cage (‘bucket
handle’ motion) [29]. We placed the thoracic belt at the
caudal part of the chest. In humans, in this region chest
expansion with inspiration is mainly in the frontal plane
rather than in the transverse plane, leading to a change in
cross-sectional shape. It has been shown that inductive
sensors are sensitive to both cross-sectional perimeter and
area variations, and that (depending on the deformation)
these sensors measure either perimeter or area [30].
Watson et al. have demonstrated a linear relationship
between RIP output and cross-sectional area [31]. How-
ever, the relation between self-inductance of the RIP coils
and cross-sectional area varies with ellipticity or shape of
the cross-section [32].
5. Conclusion
Our results suggest that when RIP is used during
mechanical ventilation, the most reliable results are
obtained when measurements are preceded by a calibration
in comparable pulmonary conditions to the measurement
period. In practice, this may not always be feasible and
practical. When RIP calibration is omitted, a fixed weight
factor K may be used which may, however, result in less
accuracy. Our study demonstrated an unpredictable
dependence of PEEP. Despite this limitation, RIP is a
measurement method comparable to other techniques of
lung volume change measurement. Measurement errors
should be taken into account with interpretation of small
volume changes.
When lung conditions change, RIP partially loses its
accuracy; during mechanical ventilation RIP should not
be used as a device to monitor lung volume changes
during a prolonged period of time. The potential
advantage of the technique is its use during relatively
short procedures, such as lung volume recruitment and
subsequent decrease in airway pressures [11]. A device that
provides clinicians with integrated information on venti-
lator settings and dependent physiologic variables may
prove to be a valuable asset [16], but this remains to be
demonstrated in clinical tests.
Table 4. Values for K and M obtained with QDC in healthy
animals, at various PEEP steps.
K mean
(SD)
M mean
(SD) (ml)
Healthy PEEP 5
(incremental PEEP)
1.03 (0.45) 1.74 (0.31)
Healthy PEEP 10
(incremental PEEP)
0.97 (0.41) 1.83 (0.44)
Healthy PEEP 15
(incremental PEEP)
0.93 (0.19) 1.88 (0.41)
Healthy PEEP 20
(maximal PEEP)
1.15 (0.70) 1.75 (0.47)
Healthy PEEP 15
(decremental PEEP)
1.09 (0.38) 1.85 (0.47)
Healthy PEEP 10
(decremental PEEP)
1.09 (0.17) 1.75 (0.31)
Healthy PEEP 5
(decremental PEEP)
1.15 (0.69) 1.75 (0.47)
All differences NS
Table 5. Relative measurement errors of other measurement devices. RIP accuracy obtained with QDC performed at 10 cm H2O
incremental PEEP and in the same disease state as the measurements were performed is given (table 3).
Device Experimental model Bias (%) 2 SD (%) Measures Reference
Siemens Servo 300 Intubated children 18 12 VT [33]
Respiratory inductive plethysmograpy Animal model 72 9 VT/relative EELV changes Present study
Hot wire anemometer (Florian) In vitro lung model 6.3 5 VT [34]
Babylog 8000 In vitro lung model 75.5 3 VT [35]
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